[Continuous flow measurement of glycemia by the modified Trinder method].
An automatic continuous flow method on autoanalyser of the second generation is described. The peculiarity of this work was the presentation of a manifold glucose oxydase consuming little reagent compared with those at present in daily use. A study concerning the precision, the reproducibility and the contamination is presented. Correlations with a hexokinase technic together with the possibility of working at a wavelength of 340 nm are also studied.